Intercomparison 2013 on measurements of the personal dose equivalent Hp(10) in photon fields in the African region.
An intercomparison exercise on the measurement of personal dose equivalent Hp(10) was jointly organised by the International Atomic Energy Agency and the Nuclear Research Centre of Algiers through its Secondary Standard Dosimetry Laboratory in the African region. This intercomparison exercise was aimed at verifying the performance of the individual monitoring services of the participants in order to assess their capabilities to measure the quantity Hp(10) in photon (gamma and X ray) fields helping them to comply with dose limitation requirements. The scope of this intercomparison was aimed at passive dosemeters, which determine the personal dose equivalent in photon radiation fields, mainly for thermoluminescence and optically stimulated luminescence dosemeters. Twenty-seven countries from the Africa region and from outside Africa participated in this exercise. The intercomparison protocol, including the preparation of the dosemeters and the irradiation procedures, is described and the results are presented, analysed and discussed.